[Automation of the assay of gentamicin by the homogeneous phase immunoenzymatic method].
Here is a description of an immunoenzymatic method for gentamicin assay, every stage of which is completely automatized. The statistic calculations performed on over 600 assays give out a reproductibility less than or equal to 5% for aminoside concentrations ranging from 1,5 to 10 micrograms/ml; a repeatability less than or equal to 7% for concentrations of 0,5 micrograms, 4,3 micrograms and 12 micrograms/ml. Finally the correlation carried out when using the biological method on 53 serums and urines of patients is satisfactory (r = 0,87).